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STEP 1
Install the discharge
tube by positioning it
tthhrroouugghh tthhee ssiiddee ooff
tthhee HHeellmmhhoollzz ccooiill as
shown in Picture 1
and 2.

DDOO NNOOTT insert the
tube through the top
of the apparatus as
damage may occur
(as shown 3).

STEP 3
Place metal fitting A (larger fitting) to the right
side, and B (smaller fitting) to the left side and
secure the fittings with washers and screws.

STEP 2
Connect the socket to the plug of the discharge tube as shown.
See the diagram to view a close up of the discharge tube connection.
Pins must be positioned with holes as the socket is keyed.
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